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ABSTRACT 


In this thesis, the theory behind a separate-winding excitation direct current (DC) motor 
and profile of the motor’s torque versus rotor speed is studied. The torque versus rotor 


speed profile results are predictably linear at a given armature voltage. 


Output torque of a separate-winding excitation DC motor is proportional to the 
armature current. From this theory, a program was written in Simulink with Xilinx 
embedded software to enable a user to command the DC motor torque through a 
Graphical User Interface (GUI). The command is then converted to control armature 
current through a Field Programmable Gate Array (FPGA) to the DC motor. The 
armature current level is maintained through a programmed Proportional Integral (PI) 
Controller to keep output torque constant regardless of armature voltage and rotor speed. 


This result is a way to command constant output torque to a DC motor. 
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EXECUTIVE SUMMARY 


The research completed in this thesis investigates the theory behind separate-winding 
excitation DC motor operation in order to design a way to command and control torque 
through a user interface. Previous research on a doubly-fed induction generator (DFIG) 
control system that uses a DC motor to provided variable input torque did not offer an 


accurate means of providing specifically defined input torque. 


There are a many different ways to operate a DC motor. The basic separate- 
winding excitation setup was selected because of its ease and known predictability. A 
separate-winding excitation DC motor was step up and tested. The figure below shows 
the how the DC motor behaved in regards to the motor’s output electric torque versus 


rotational speed at a given armature voltage (Va). 





Electric Torque Versus Rotational Speed 
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Electric torque versus rotational speed for a separate-winding excitation DC motor 


Xlll 


A program was written in Matlab/Simulink software with Xilinx embedded 
software that uses a Field Programmable Gate Array (FPGA) system to operate the DC 
motor. Using the theory validated on the separate-winding excitation operational setup, 
we wrote a program to take a user defined torque combined with the measured rotor 
speed to provide the correct armature voltage to the DC motor. However, the program 
did not initially work because the program was written for constant rotor speed and user 
defined torque. When load was applied to the DC motor, the rotor speed changes, and 
consequently, the armature voltage and current changes. By having varying armature 


current, the motor had varying output torque. 


From DC motor theory, output torque is also directly proportional to armature 
current (I,). From this theory, the program was altered to take the user defined torque 
and apply the correct armature current to the DC motor. The armature current was also 
stabilized through a PI controller to keep the average, armature current constant and, 
therefore, keep the output torque constant regardless of rotational speed and load 
variations. The following two figures show constant armature current on channel 3 at 


different speeds and armature voltages. 
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Armature voltage and current at 4 Ibf-in commanded and 1900 rpm 
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Armature voltage and current at 4 Ibf-in commanded and 1500 rpm 


In summary, separate-winding excitation DC motor operational theory was 
validated. A program was then written to output user defined, torque from the DC motor. 
The double-fed induction generator control system or any other research requiring a DC 
motor with commanded torque now has a controlled means of operation for further 


research opportunities. 
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I. INTRODUCTION 


A. BACKGROUND 


U.S. Federal Agencies have been ordered by the President, and directed by law, to 
increase their use of renewable energy sources. The Energy Policy Act of 2005 requires 
by the year 2013 that 7.5 percent of electrical energy used by federal agencies come from 
renewable energy sources. This goal must increase to 25 percent total facility energy 
consumption by the year 2025 [1]. With the move towards renewable and recyclable 
energy creation, it becomes apparently clear that shifting energy consumption on federal 


installations towards non-fossil fuel technology is needed. 


Wind technology is increasing growing and reliable source of renewable energy 
consumption. According to the American Wind Energy Association, the installed 
capacity of wind grew at an average of twenty-nine percent per year from 2002-2007 [2]. 
Harnessing this technology for use on federal installations and improving the efficiency 
of the system would add to the goal of reducing fossil fuel energy consumption on federal 


installations. 


In December 2009, the Naval Postgraduate School finished developing a 
laboratory doubly-fed induction generator (DFIG) control system [3]. The DFIG control 
system is designed to provide stable electric power from wind turbines. A DFIG system 


is shown in Figure | [4]. 


aie Filter 





Figure 1. Doubly-fed induction generator wind turbine system, from [4]. 


To simulate wind speed and torque provided to the DFIG, the DFIG is 


mechanically pushed by a direct current (DC) motor shown in Figure 2. 





Figure 2. Doubly-fed induction generator wind turbine system modified, from [4]. 


Use of a DC motor [3] is a cheap and efficient way to provide torque and speed to 
the system for lab testing. However, the torque provided by the DC motor used in [3] is 
unmeasured and undetermined as to how much torque is being provided to the DFIG 


system. 


B. OBJECTIVE 


The purpose of the thesis was to have a better understanding how DC machines 
operate in order to choose the correct setup to provide the best output torque. The setup 
chosen should be easily predictable on performance for easier control. After choosing the 
best DC motor setup for torque and predictability, we wrote a user-friendly program to 


command accurate and sustained output torque to a DC motor. 


C. APPROACH 


The approach of this thesis was based on analysis of separate-winding excitation 
setup of a DC motor. Following validation of the theory, we wrote a computer program 
to allow a user to command how much electric torque the DC motor will output. First, a 
basic understanding of the theory of DC motor operation and behavior of separate- 
winding excitation setup is required before programming can be developed. The DC 
motor theory was researched from [5], [6], and [7]. Next, the components, equipment, 
and software were selected. Most of the equipment that was required were the same as 
used in [3], with the exception of an electro-dynamometer that was used in place of an 
induction generator to provide offsetting electric loads and the ability to measure output 
torque. Finally, a program was written based on DC machine theory using 
Matlab/Simulink and Xilinx software to program a Field Programmable Gate Array 
(FPGA) to control voltage or current to the motor. A Graphic User Interface (GUI) was 


used to order up desired output torque of the DC motor. 


D. THESIS ORGANIZATION 


This thesis is organized with the theory of separate-winding excitation DC 
motors, including the equations that represent torque, rotor speed, field and armature 
currents and voltages, covered in Chapter II. These values are profiled for the Labvolt 


DC motor used for testing. 


Two computer simulation models were written in Simulink and are detailed in 
Chapter HI. Test setup and results for each test is presented and performance is explained 


in detail. 


Results of the testing and conclusions about the DC motor performance are 
addressed in Chapter IV. Recommendations on future work are suggested for additional 


research regarding DC motor commanded torque. 


Date sheets for equipment used, Matlab code, Simulink models, a hexadecimal 
conversion datasheet for desired torque output on the Graphical User Interface (GUI) are 


detailed in the Appendixes. 


HW. DC MACHINE THEORY 


A. INTRODUCTION 


In this chapter, the theory of DC motor operations is reviewed from reference [5]. 
The theory is then validated by testing the setup of a 120-volt DC motor to validate the 
theory. Finally, the results of the Labvolt DC motor operations test are documented for 


future research opportunities. 


B. DC MOTOR THEORY 
1. Overview 


There are multiple ways to operate a DC machine, either as a motor or a 
generator. For this thesis, a motor operation is selected because our main objective is to 
control output torque of a DC motor to drive a DFIG [3]. A DC motor can be set up in 
multiple ways. Four different, ways to control torque are described in [5]: Separate- 


Winding Excitation, Shunt-Connected, Series-Connected, and Compound-Connected. 


Separate-Winding Excitation is a simple setup where the circuit is separated into 
two separate circuits. One side is a field circuit that is used to produce a field flux and 
the other side is an armature circuit that provides current to the rotor via brush and 
commutator. The interaction of the field flux and armature current in the rotor produces 
torque. The remainder of this thesis will focus on Separate-Winding Excitation, which 


will be explained in more detail later on. 


A Shunt-Connected DC motor uses the same theory as Separate-Winding 
Excitation with the exception that the two circuits are connected in parallel instead of 
having separate voltage sources. By connecting the circuits in parallel, the field voltage 
is equal to the armature voltage. A Shunt-Connected DC motor is the most common 
industry setup because the motor will run at constant speed regardless of load. Its 
disadvantage is the torque potential of the motor will drop as more load is placed on the 


motor. A field rheostat is commonly used to adjust the field current to control the rotor 


speed of the DC motor. Example uses of a Shunt-Connected DC Motor are machine 


lathes and manufacturing lines where speed and tension control are more important. 


A Series-Connected DC motor still uses a field and an armature circuit like the 
Separate-Winding Excitation and Shunt-Connected DC Motor except the field circuit is 
connected in series with the armature circuit. Connecting the field and armature circuit in 
series causes the field current to equal the armature current. This set up allows the motor 
speed to adjust with torque load. The advantage to Series-Connected DC Motors is 
higher start-up torque. Its disadvantage is that in only allows operation for short periods 
of time and not continuous operation. Examples of uses for series-connected DC motors 
include crane hoists where heavy load will be raised or traction motors used to drive 


trains to get massive amounts of weight moving or an automobile starter motor. 


A Compound-Connected DC Motor uses a combination of both Shunt and Series- 
Connected to combine the characteristics of both. The Compound-Connected DC Motor 
has to two field circuits and one armature circuit. One of the field circuits is connected in 
parallel with the armature circuit, and the other field circuit is connected in series with the 
armature circuit. The advantage to a Compound-Connected motor is that the motor will 
keep constant speed regardless of load changes like the Shunt-Connected DC motor and 
will respond better to higher torque demands like the Series-Connected DC motor. Some 
common uses of Compound-Connected DC motors include elevators, air compressors, 


and conveyors. 


Zz DC Motor Basic Concept and Equations 


To understand how to control or command output torque of a DC motor, a review 
some of the basics of dc machine operations was looked at to understand the relationship 


of electric torque to the field and armature voltages and currents. 


An elementary 2-pole DC machine is shown in Figure 3 [5]. The DC machine is 
equipped with a field winding wound on the stator poles, a rotor coil (a-a’) and a 
commutator. A commutator is a usually made up of two semi-circular copper segments 


mounted on the shaft at the end of the rotor and insulated from each other. The terminals 


of the rotor coils are connected to a copper segment. Stationary carbon brushes ride upon 


the copper segments so that the rotor coil is connected to a stationary circuit by a nearby 


frictionless contract [5]. 








* —- th = + 
, fi on 
; fr 
oe 
- ¢ f2 | - 
Figure 3. Elementary 2-pole DC machine, from [5]. 


The armature coils rotate in a magnetic field established by current flowing in the 
field winding. Voltage is induced in these coils by this rotation. The action of the 
commutator causes the armature coils to appear as a stationary winding with its axis 
orthogonal to the magnetic axis of the field winding. As a result, voltages are not 


induced in one winding due to the time rate of change of the current flowing in the other 


[4]. 


These conditions, derived from [5], define the field voltage (v . and armature 


voltage (v,) in matrix form as 


Vv, "s $2 ls 0 i. 
a Lar t, dy 


where i, and i,are the field and armature currents, r,and r,are the armature and field 
resistance, and L,, and L,,,are the self-inductance of the armature and field windings, 


respectively. L,,1s the mutual inductance between the armature and field windings, 


and @, is the rotor speed. 


An equivalent circuit of a DC machine, shown in Figure 4, defines where these 
variables are identified. On the right side of Figure 4, or the armature circuit side, the 


voltage induced from the motor action is equal to L,,@,i,.. This is sometimes referred to 


as the back emf. L,,«,i, also represents the open-circuit armature voltage (v,) [5]. 





if 
+ —_—_> 
Y 
Ve Ler 
Figure 4. Equivalent circuit of a dc machine, from [5]. 


From [5], electric torque T, is defined by its mutual inductance and the field and 


armature current as 


(ae ee (2.2) 


Electric torque is equivalent to mechanical torque and is defined in [5] as 


e 


T, = joe Bo, +T, (2.3) 
t 


where J is the inertia of the rotor, B,, is the damping coefficient, T, is the load torque 


that opposes the electric torque. 


3. Separate-Winding Excitation DC Motor Equations 


Separate-winding excitation is a basic DC motor setup that is similar to Figure 4 
with the exception of a variable field rheostat is added to the circuit. A field rheostat is 
used to adjust the field current in the circuit. In Figure 5, an equivalent circuit, similar to 


Figure 4, with a field rheostat is shown. Reference [5] defines the rheostat as r,. 


Laa Yq 





Figure 5. Equivalent circuit for separate field and armature excitation, from [5]. 


When the DC motor is at steady state, [4] defines the field voltage as 
V,=R,I,. (2.4) 
The total field resistance R,is equal to the field rheostat value r, plus the field 
circuit resistance r,. The capital letter denotes steady state values for current and voltage 
[4]. 
The armature voltage at steady-state operation is [5] 


V,=11,+0,Lyp1,. (2.5) 


Rearranging Equation (2.5) to solve for I, , we get 


Vi -oL,;l, 
, =f . (2.6) 
t, 
Substituting Equation (2.6) into (2.2), we get 
Vi -a,L,,-1 
T, =L,;1, [Aectiel ; (2.7) 
Lr 


The mutual inductance L,, has a constant value. If the field voltage V, and total 
field resistance R,are held to a constant value, J, will stay constant. Therefore, 


reference [5] introduces a new variable k, to simplify the product of these constants as 


k, =Lgpl,- (2.8) 


Therefore, to simplify Equation (2.7) further, we substitute (2.8) into (2.7) to get 


Lok [Het (2.9) 


r 


a 


From Equation 2.9, we can now predict the electric torque7, at a given speed 
w, if the armature voltage V, is constant at steady-state conditions. Inversely, we can 


also predict w, ata given T, for a constant V,. 


C, EQUIPMENT SETUP FOR PERFORMANCE TESTING OF THEORY 


Some of the components used in this experiment were the same that were used in 
[3] for the purpose of follow-on work compatibility with [3]. The equipment used for 
this experiment and shown in Figure 6 and detailed in Appendix A: Student Design 
Center (SDC) — Reference [8], Semi-stack IGBT, AC/DC Power Supply, 175W DC 
motor, Electrodynamometer, Tachometer, Computer with Matlab/Simulink and Xilinx 


Software, and Oscilloscope and Multimeters. 
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Figure 6. Photograph of equipment used. 
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In Figure 7, a schematic diagram of the equipment setup for this experiment is 


shown. 
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Current Current 
Probe probe probe 
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| 
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| | ik 
| 1 
nO 
| 1 
| 
| 
| 


SDC 












Voltmeter 






Voltmeter 


DC motor 


LarWelr 


Semikron Box Separately 
excited shunt 
field 
Figure 7. Equipment Setup Schematic. 


From the AC/DC power supply, the 120 Vpc constant source, node 8, was used 
on the field side of the DC motor since a constant field voltage is desired. The field 


voltage measured 132 V but stayed constant with each test. 


The armature voltage required also needed to be constant, but the variable source 
in the range 0-120 Vpc was used on the armature side so that the armature voltage could 
be changed between tests. The variable voltage power supply connected with the supply 
side of the Semistack-IGBT. 


The Semistack-IGBT, manufactured by SEMIKRON and shown in Appendix A, 
was used to manipulate space vector manipulation (SVM) in [3]. Though SVM is not 
required for this thesis directly, the design utilizes an available port on the DFIG side 
SEMISTACK-IGBT of [3]. 
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A square wave generator program, shown in Figures 8 and 9, was written in 
Matlab/Simulink with Xilinx software to provide a better constant armature voltage than 
that supplied directly from the AC/DC power supply. This program was written utilizing 
the same Chipscope Interface, Data Conversion, and A-to-D conversion, and encoder 


blocks of [3]. 


$1] 


System 
Generator 












Chipscope interface 


Data conversion Square VWWave Generator 





Encoder1 


4 toD conversion 
(voltage) 


Figure 8. Matlab/Simulink Program for constant armature voltage. 







Counter 





Constant1 Relational 


Logical 


Figure 9. Square Wave Generator block from Figure 8. 
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An electro-dynamometer, shown in Appendix A, was used to provide a load to the 


DC motor. At steady-state conditions, the load torque J, is equal to the electric torque 
T, [5]. The load torque was increased or decreased on the dynamometer by adjusting the 


amount of AC current supplied to the dynamometer. The dynamometer measured load 


torque in pound-force-inches (Ibf-in). 


Measurements of torque and speed were taken at three different armature voltages 
to profile and measure the Labvolt, DC motor. These measurements will also help to 
identify the values of ky, rz, Lar, Re, which are not listed on the specifications sheet in 


Appendix A. 


D. RESULTS 


In this section, the Separate-Winding Excitation DC motor theory is validated. 
The results of the following tests can be used to profile the Labvolt DC machine for 
future research. Tests were completed at three different supplied armature voltages and 


graphed to profile the torque versus speed profile. 


1. Initial Values and Measurements 


The Labvolt DC motor, shown in Appendix A, is rated at '4 shaft horsepower, 120 
V, 2.8 A, and 1800 rpm. The armature and field resistances were measure using a 


mulitmeter. 

The armature resistance r, measured to be 8.5 Q using a multimeter. The 
armature resistance was measured across the armature terminals with the brushes of the 
rotor in series with the field windings. 

The field resistance R, was measured after the initial armature voltage was set 


for the first test. An initial armature voltage of 110 V was selected by adjusting the 
variable DC voltage power supply until the average voltage across the motor measured 
110 V on an oscilloscope. No load torque was applied on the dynamometer. The 
rheostat was then adjusted on the field circuit so that the initial test speed was measured 


to be 1800 rpm on the tachometer. The field resistance R,, which is the field resistance 
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plus the applied rheostat resistance, measured to be 644 Q using a multimeter. The field 
resistance was measured across the field windings in series with the adjusted rheostat. 
For the remainder of the test, the rheostat was locked in place and never adjusted so that 


R, remained constant throughout all tests. 


The DC machine inductance values were also not initially known. The mutual 
inductance is the only measurement needed in order to calculate torque. The mutual 
inductance was calculated using power Equations from [6] and [9]. Power out is 
calculated as the product of the torque and rotor speed, which is equivalent to the 
products of the armature and field currents and voltages supplied minus power losses. 


Equating these two powers, we get 


P,, =1.0, =V,1, +V,1, —P, 


out loss * 


(2.10) 


Power losses are estimated by the products of the armature and field resistances 
and currents squared, neglecting friction, windage, and core losses on the basis that they 


are minimal. Power loss is approximately calculated from 


P 


loss 


=n + Tyr, (2.11) 
Now substituting (2.11) into (2.10) and solving for T,, we get 


VA +V, Ty Ua tH; ) 


ay 


r 


(2.12) 


e 


The initial values, which are measured on an oscilloscope, multimeter, and 


tachometer to determine initial torque, are tabulated in Table 1. 
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Table 1. Initial measurements. 





























Initial Measurements 
V, 110 V 
Vv, 132 V 
I, 0.38 A 
I, 0.20 A 
O, 1800 rpm = 188.5 rad/s 
r, 8.50 
R, 644 Q 








Using Equation (2.12) and the initial values measured, we initially calculated 


(110V)(0.38A) + (132V)(0.20A) -((0.384)’ (8.5) +(0.204)' (6440) 
188.5rad /s 





T, = 
T, =0.219N-m ele) 
The mutual inductance was then calculated by rearranging Equation (2.2) to 


obtain 


Tif Sane (2.14) 





From Equation (2.14), the mutual inductance L,,, at the initial test was calculated 


as 


= 0.219N-m 9 88H 


“" (0.38A)(0.20A) . (2.15) 





From Equation (2.8), the constant k, was calculated as 


k, =(2.88H )(0.20A)=0.576A-H (2.16) 
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2; Measured Values at Set Armature Voltages 


The measured values at different torque loads, the calculated mutual inductance 


L 


‘A 


armature voltages of 110 V, 121 V and 100 V are shown in Tables 2 through 4. The 


y using Equation (2.14), and the calculated electric torque using Equation (2.7) at set 


calculated torque tabulated in Tables 2 through 4 was calculated using Equation (2.12) in 


units of Newton-meters. The torque conversion factor to convert units of Newton-meters 
to pound-force-inches is 0.1 1298 /2f Be wae The calculated mutual inductance listed in 


Tables 2 through 4 was calculated using Equation (2.14). The torque value for the 
calculated mutual inductance used the torque calculated by Equation (2.12) in Newton- 


meters and the measured field and armature current. 


Table 2. Measured values and calculated T, and L,, at V, = 110 V. 

































































Measured Calculated 
T, (lof -in) | V,(V) |1,(A)| V,(V) |1,(A) @,(rpm)| Lye (H) |7,(N-m) |. (lof -in) 
0 132 | 0.20 110 0.38 1800 2.88 0.22 1.94 
1 132 | 0.20 110 0.57 1750 2.90 0.33 2.93 
2 132 | 0.20 110 0.77 1700 2.93 0.45 4.00 
3 132 | 0.20 110 0.93 1650 2.98 0.55 4.90 
4 132 | 0.20 110 1.1 1600 3.02 0.67 5.89 
5 132 | 0.20 110 1.3 1575 3.02 0.78 6.94 
6 132 | 0.20 110 ie 1550 3.01 0.90 7.99 
7 132 | 0.20 110 1.8 1500 3.03 1.09 9.64 
8 132 | 0.20 110 2.0 1475 3.02 1.21 10.70 
9 132 | 0.20 110 22. 1450 3.02 1.33 11.75 
10 132 | 0.20 110 2.4 1400 3.07 1.47 13.02 
11 132 | 0.20 110 Qe) 1375 3.03 1.64 14.49 
12 132 | 0.20 110 2.9 1350 3.03 1.76 15.54 
13 132 | 0.20 110 52 1325 2.99 1.91 16.94 
14 132 | 0.20 110 3.4 1300 2.99 2.03 17.97 
15 132 | 0.20 110 3.8 1275 2.92 222 19.62 
16 132 | 0.20 110 4.0 1250 2.91 233 20.60 
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Table 3. Measured values and calculated T, and L,, at V, = 121 V. 
























































Measured Calculated 
T, (lof -in) | V,(V) |1,(A)| V,(V) |1,(A) @,(rpm)| Lye (H) | 7,(N-m) | 7. (lof -in) 
0 132 0.2 121 0.38 | 2000 2.86 0.22 1.92 
1 132 0.2 121 0.58 1925 2.91 0.34 2.99 
2 132 0.2 121 0.75 1875 2.95 0.44 3.91 
3 132 0.2 121 0.9 1800 3.03 0.55 4.83 
4 132 0.2 121 1.1 1750 3.07 0.67 5.97 
5 132 0.2 121 1.3 1725 3.06 0.80 7.04 
6 132 0.2 121 1.5 1675 3.10 0.93 8.23 
i 132 0.2 121 1.8 1650 3.07 1.11 9.78 
8 132 0.2 121 2 1600 S12 125 11.03 
9 132 0.2 121 2.1 1575 3.14 1.32 11.66 
10 132 0.2 121 2.4 1550 3.11 1.49 13.21 
11 132 0.2 121 2.6 1525 3.11 1.62 14.29 
12 132 0.2 121 2.8 1500 3.10 1.74 15.38 
13 132 0.2 121 3.1 1450 $12 1.94 17.15 
14 132 0.2 121 33 1425 ee i 2.06 18.24 
15 132 0.2 121 3 1400 3.06 Dod 20.05 
16 132 0.2 121 4 1375 3.03 2.42 21.44 
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Table 4. | Measured values and calculated T, and L,, at V, = 100 V. 

























































































Measured Calculated 
T, (lbf -in) | v,(V) |1,(A)| V,(V) | 1,(A) ] @, (rpm) | Lye (H) |, (N-m) | 7. (lof -in) 
0 13350 1) 0.2 100 0.5 1625 2.86 0.29 2.53 
1 ie 100 0.6 1575 2.92 0.35 3.10 
2 133.0 <2 100 0.8 1525 2.95 0.47 4.18 
3 MASc al Oe 100 0.9 1500 2.97 0.53 4.73 
4 133.1 | 0.2 100 ial 1475 2.96 0.65 5.76 
5 13.4 4) 72 100 1.4 1425 2.97 0.83 7.37 
6 133A. 02 100 1.6 1400 2.96 0.95 8.40 
7 1331) 02 100 1.8 1375 2.96 1.06 9.42 
8 133.1), O22 100 2 1350 2.95 1.18 10.45 
9 133314 02 100 22 1325 2.94 1.30 11.46 
10 13371. *| 20.2 100 2.4 1300 2.94 1.41 12.47 
11 133.1 | 0.2 100 2.6 1250 2.99 1.55 13.75 
12 133.1 | 0.2 100 2.8 1225 2.98 1.67 14.78 
13 13321) 1 2 100 3.1 1175 3.00 1.86 16.48 
14 133.1 | 0.2 100 3.4 1150 2.96 2.01 17.83 
15 133.1: Od 100 3.8 1125 2.88 2.19 19.39 
16 133.1 | 0.2 100 4.1 1100 2.84 2.33 20.59 
3. Results 


From Tables 2 through 4, it was observed with each increase in load torque that 
the rotor speed decreased by 50 or 25 rpm. The calculated mutual inductance varied 
slightly and ranged from 2.84 to 3.14 H. The average mutual inductance was calculated 
to be 2.99 H. The standard deviation of the mutual inductance calculated to be 0.05, 


0.09, and 0.07, respectively. 


The calculated output torque was slightly higher than measured load torque in 
every measured point. This error is likely caused from the windage, friction and core 
losses discussed earlier. Other causes of error could be from the calibration accuracy of 
the dynamometer and the measurement of the armature current using an oscilloscope. 
Using a torque meter to measure torque would have been a better solution than relying on 
armature current and calculated mutual inductance for torque. However, no torque meter 
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was available at the time of testing, and it was assumed that load torque would be 
approximately equal to electric torque output for a separate-winding excitation DC motor 


from [4]. 


From the data tabulated in Tables 2 through 4, a plot of calculated electric torque 
versus measured rotor speed at the three different armature voltages is shown in Figure 
10. At constant voltage, the calculated torque increases nearly linear as rotor speed 
decreases. For every unit of torque in pound force-inches, the rotor speed decreased 0.3 
times the rotor speed in rpm. This was nearly linear because the calculated mutual 
inductance was nearly constant. At the three different armature voltage tested, the linear 
slope remained the same. The rotor speed was faster at higher armature voltage and no 
load torque. In conclusion, we have validated that torque is proportional to rotor speed at 


a constant armature voltage. 





Electric Torque Versus Rotational Speed 
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Figure 10. Electric torque versus rotor speed. 
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E. CHAPTER SUMMARY 


The theory of separate-winding excitation DC motor operations was reviewed in 
this chapter. This theory was then validated in an experiment to find torque at a given 
speed and armature voltage. The experiment showed that the motor behaved predictably 
in the operating range in which it was tested. We will next take the theory validated in 
this chapter and use it to command the DC motor and output desired torque through 


Simulink Modeling with Xilinx embedded software. 
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Hl. COMMANDING TORQUE 


A. INTRODUCTION 


Now that the torque can be predicted for a separate-winding excitation DC motor 
at a certain rotor speed, the motor can be programmed to output a torque from a user 
interface utilizing Matlab, Simulink, and Xilinx software. An attempt at commanded 
torque by controlling armature voltage is covered in this chapter. Finally, commanding 


torque by controlling armature current is covered. 
B. COMMANDED TORQUE BY CONTROLLING ARMATURE VOLTAGE 


1. Overview 


A theory of controlling armature voltage for a given rotor speed and user-defined 
torque is covered in this section. This theory is then built into Simulink and tested on the 


separate-winding excitation DC motor through Xilinx software interface. 


2. Controlling Armature Voltage Testing 


A simulink program, which was written for an existing DC motor controls, the 
rotor speed for a separate-winding excitation DC motor [7]. In [7], armature voltage is 


the user-defined input to the DC motor, and rotor speed is measured. 


We rewrote the program, which was written for [7], to require a user to input the 
desired torque vice the desired armature voltage. The DC motor is powered and 


controlled based on the user input. 
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In order to power the DC motor, the motor requires armature voltage. 


Rearranging Equation (2.9) to solve for armature voltage, we get 


V, -1,}+0., (3.1) 


v 


the armature resistance r, is still equal to 8.5 Q as listed in Table 1. We selected the 


a 


average mutual inductance to calculate k, from Equation (2.8) as 


k, = Lap], =(2.99H)(0.2A) = 0.6HA | (3.2) 


The rotor speed @. was measured through the encoder shown in Appendix A. 


The only variable remaining to satisfy Equation (3.1) is a user-defined torque required to 
output the needed armature voltage to drive the separate-winding excitation DC motor. 


The system needed to satisfy the desired output is shown in Figure 11. 


User Input 
. 


User Constant 















Commanded 
Te DC Motor Ls ay 
Armature 
Voltage 
&) 
Rotor Speed Constant 
Encoder Measured 
Rotor Speed 
Figure 11. Commanding torque to output torque system diagram. 


A Simulink program written to reflect the desired system shown from Figure 11 is 


shown in Figure 12. 
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Figure 12. Simulink program for torque input and voltage controlled DC motor. 


In Figure 12, the user-defined torque value goes from the torque node, on 


chipscope interface, to the product of r,/k, and is summed with the product of k, and the 


measured rotor speed from the encoder. This voltage is sent through a gain and then 
modulated through a user defined duty cycle before being sent to the analog-to-digital 
signal block to be sent to the DC motor. 


The equipment that was used and the setup were the same as in Chapter II from 
Figures 6 and 7. In Figure 13, the Xilinx Chipscope Pro Analyzer, Graphical User 
Interface (GUI) was used to active the DC motor and the user defined torque input. The 
torque input is in units of pounds-force inches, and the input units require a modified 
hexadecimal entry using the datasheet listed in Appendix D. Rotor speed measurement 
and DC voltage measurement from the power supply are also shown Figure 13 using 


regular hexadecimal values. 
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vio Console - DEVv:0 MyDeviced (XC4VLX25) UNIT:0 MyVIOO (VIO) | ii 
Bus/Signal 
B SyncIn 
On/Off 

© speedin 

© devolts 

© Torque 

Figure 13. Xilinx chipscope pro analyzer graphical user interface. 


3. Voltage Control of DC Motor Test Results 


A torque meter was again not available so the output torque was calculated from 


Equation (2.2) using measured armature current i,. Equation (3.1) was used to calculate 


armature voltage. The results for the commanded torque, voltage controlled test are 


shown in Table 5. 


Table 5. | Measured and calculated values for voltage control test. 





























Commanded Measured Calculated 
T, (lbf -in) |T, (lbf -in)|@,(rpm)| V,(V) | 1,(A) |V,(V)|T. (lof - in) 
4 1.3 1500 93.2 0.574 100 3.05 
4 1.6 1400 87.8 0.607 | 94.4 3.22 
4 2.4 1000 63.6 0.792 | 69.2 4.20 
8 2.8 1700 103 0.874 120 4.64 
8 3.8 1400 85.3 1.02 101 5.41 
12 5.5 1500 98.6 1.37 113 7.27 
12 7 1300 80.5 1.71 101 9.08 
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4. Summary of Results 


For this test, sustained output torque could not be achieved. From Table 5, it was 
observed again that adding load torque causes the rotor speed to decrease. As rotor speed 
was decreased, the armature voltage was decreased. As the armature voltage was 
decreased, the armature current was increased, and from the torque Equation (2.2), the 
output torque was increased. This is an unstable system since the calculated output 
torque can vary from load changes. For this system to work, constant rotor speed is 
required. The program does not account for load torque affecting rotor speed. In order 
for this system to work, the rotor speed has to be held steady. In the next section, 
commanding torque by closing the controlled loop of the armature current and not using 


measured rotor speed as a factor in applied power to the DC motor. 
C. COMMANDED TORQUE BY CONTROLLING ARMATURE CURRENT 


1. Overview 

In this section, the torque of the separate-winding excitation DC motor is operated 
by controlling the armature current. This theory is then built into the Simulink program 
and tested on the DC motor. 

2. Controlling Armature Current Testing 


For this test, we used the theory discussed earlier in relation to Equation (2.2) to 


output desired torque by controlling the armature current though our Simulink Model. 


Rearranging Equation (2.2) to solve for armature current, we get 





T. 
i, =—*— =—. 3.3 
s (3.3) 


If the user-defined commanded torque was divided by the known constant k, the 


output value is the armature current needed to operate the DC motor at the desired torque. 


The constant k, used is the same as calculated for Equation (3.2). The armature current 


was controlled by a Proportional-Integral (PI) controller to modulate commanded current 
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with measured current to close the loop on the current to the DC motor. If the armature 
current is constant through any load and rotor changes, the output torque will remain 


constant. 


The equipment that was used and the setup was the same as in Chapter II from 
Figures 6 and 7. The Simulink model from Figure 12 was altered to command torque by 
controlling the armature current as shown in Figure 14. The GUI that was used was the 
same as in the last section shown, in Figure 13, and used the same hexadecimal datasheet 


from Appendix D. 
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Figure 14. Simulink program for torque input and current controlled DC motor. 
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3. Current Control of DC Motor Test Results 


The electro-dynamometer is still assumed as not a reliable way to measure output 
torque. Again with no torque meter available, the output torque was again calculated 


from Equation (2.2) using the measured armature current i,. The results for commanding 


torque by controlling the armature current test are shown in Table 6. 


Table 6. Measured and calculated values for current control test. 
































Commanded Measured Calculated 

T, (lof -in) |T, (lf -in)|o,(rpm)| V,(V)| 1,(A) | T(tof-iny | “**S 
4 1.3 1900 | 110 0.55 2.92087 __|See Figure 15 
4 1.6 1000 | 55.2 | 0.56 2.97398 
4 1.6 1500 | 85.9 | 0.55 2.92087 __|See Figure 16 
8 6 1500 | 98.5 1.43 7.59426 _|See Figure 17 
8 6 100 | 5.95 | 1.44 7.64737 
8 6 1300 | 82.1 1.41 7.48805 _ |See Figure 18 
8 6 1800 | 120 1.43 7.59426 
12 10.5 100 | 13.1 | 2.29 12.1614 
12 10 200 | 174 2.3 12.2146 























A few examples of oscilloscope measurements of the armature voltage and 
currents are shown in Figures 15-18. The top waveform in each figure shows the 


armature voltage, and the bottom waveform shows the armature current. 
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Figure 15. Armature voltage and current at 4 Ibf-in commanded and 1900 rpm. 
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Figure 16. Armature voltage and current at 4 Ibf-in commanded and 1500 rpm. 
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Figure 17. Armature voltage and current at 8 lbf-in commanded and 1500 rpm. 
ba Run ae 
. reenter : 
| 
q 
q 
re ee ere i 
4 
4 
4 
: 
eer e Poses tees t ened 
ee 4 Ch2 Mean 
ere een are: j  82.1V 
7 4 
2 ~‘inbeinininie? = Ch3 Mean 
} 1.414 
| Cc PERETTI 
s00mA 4 21 Nov 2010 
[35.00 % | 16:18:47 
Figure 18. Armature voltage and current at 8 lbf-in commanded and 1300 rpm. 
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4. Summary of Results 


From Table 7, we can see that torque stayed constant because the armature current 
stays constant regardless of the load or rotor speed. When comparing Figure 15 to Figure 
16 and Figure 17 to Figure 18, we can see that the armature current stayed constant at 
different rotor speeds. As more load torque is applied, the rotor speed and the armature 
voltage decreased, but the armature current stayed constant at the user commanded torque 


input value. 


D. CHAPTER SUMMARY 


In this chapter, two attempts at commanding torque through a Graphical User 
Interface (GUI) were completed. For the first attempt, the DC motor was controlled by 
changing armature voltage to control the electric torque. This achieved an output torque 
to the motor but varied because the calculation relied upon a rotor speed measurement 
feedback that varied as load on the motor changed. The varying rotor speed caused the 
applied armature voltage and currents to change, which varied the electric torque output. 
Finally, the DC motor torque was commanded by controlling the armature current 
independent of rotor speed. This allowed for a successful user commanded torque to 


output torque regardless of the rotor speed. 
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IV. CONCLUSIONS AND FUTURE RESEARCH 


A. CONCLUSIONS 


In summary, a program that commands torque to a separate-winding excitation 
DC motor was created, simulated, and tested using standard engineering principles and 
theory. The program was designed around the theory of separate-winding excitation DC 
motor operation. A test was conducted that validated how the separate-winding 
excitation DC motor operates, and then the torque commanding program was built to 
output the correct desired torque to the DC motor. The final experimental results showed 


that the system responded according to theory. 


With this baseline way to command torque to a DC motor, the Naval Postgraduate 
School can now apply this concept to command torque to drive other systems such as the 
DFIG control system [5] or other laboratory research and future work. A profile of 
behavior of torque versus rotor speed at a given armature voltage for the Labvolt DC 
motors is also provided. The future research on this topic will be above and beyond 
current publications and will have an enabled freedom to exploit the abilities of the DC 


motor. 


B. FUTURE RESEARCH 


The DC motor can be profiled and programmed for shunt-connected, series- 
connected, or compound-connected operation. The theory can be studied to profile how 
the Labvolt DC motor behaves under different operating conditions. The output torque 


can be commanded in the same manor discussed in this thesis. 


Secondly, the commanded torque program can be tested on the DFIG system [5] 
to test at fixed steady-state defined torque from the DC motor. This should be completed 
to further validate that torque can be commanded to another system other than a 


dynamometer. 
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Third, a Matlab/Simulink programming can be written output random 
commanded torque from the DC motor. A program written for random torque can be 
used to simulate random wind input to a DFIG system from [5] or other laboratory 


research. 
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APPENDIX A: DATASHEETS 


SEMISTACK - IGBT 


SEMITRANS Stack”) 









Three-phase rectifier + 
inverter with brake 
chopper 
SEMITEACH - IGBT ois 
SKM 50 GB 123D 
SKD 51 
P3/250F 
a ———loar te 








characteristics. No warranty or quaranteo exprossed or implied is made regarding 
B6U + BEC! e EICIKF Gelivery, performance or suitability. 








Power Electronic Systems — SEMISTACK 08-06-2005 © by SEMIKRON 
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Model 8211 DC Motor/Generator 





This machine can be run independently as a DC motor 
or a DC generator. The armature, shunt field, and series 
field windings are terminated separately on the faceplate 
to permit long and short shunt as well as curnulatively 
and differentially compounded motor and generator con- 
nections. This machine is fitted with exposed movable 
brushes to allow students to study the effect of armature 
reaction and commutation whilethe machine is operating 
under load. An independent, circuit- breaker protected, 
shurt-fieki rheostat is mounted on the faceptate for motor 
speed control or generator output voltage adjustment. 


SPECIFICATIONS 


Model 8211 DC MetoriGenerator 120208 V-60H2 | 220R80W-SOHz |  2s01445V-SOHe 


Dimensions (H x Wx 0) |208 x 201 x 440 mm (12.1 x 11.5 17.3 in) 
Net Weight| 14.1 kg (31 ib) 
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Model 8911 — Electrodynamometer 





The Model 8911 Electrodynamometer is equipped with 
aclear plastic faceplate fitted with a chrome piano hinge 
It can be coupled to a 0.2-kVV drive motor through the use 
of the Timing Belt (Model 8942). The faceplate can be 
lowered to provide access to the insicle for coupling the 
Electrodynamometer to the drive motor. When closed, the 
faceplate is secured by two quick-lock fasteners. 

The Electrodynamometer is made of a squirrel-cage 
rotor fitted in a DC-excited stator. Mechanical loading is 
achieved by increasing the stator field current, which 
generates eddy currents in the driven rotor. The stator is 
trunnion-mounted on ball bearings and rotates against a 
helicoidal spring to oppose braking torque. The front end 
bell is provided with a circular scale that indicates the 
torque developed. The circular scale is graduated in 
either Imperial units (Ibf-in, Model 8911) or Metric units 
(N-m, Model 891 f-1) depending on model numbers. The 
Electrodynamometer is electrically powered from 
standard fixed AC line supply. 





SPECIFICATIONS 


Model 8911 Electrodynamometer 
Rating Torque Range (8911-1) 
Torque Range (891 T) 

Speed 

Accuracy 

input Voltage 

Input Current 
Physical Charactenstics Dimensions (H x Wx D) 
Net Weight 









120/208 V — 60 Hz 220/380 V-50 Hz 240/415 V— 50 Hz 






-3 to +27 Ibtin 
220-240 V— AC 
S06 x 291 x 490 mm (12.1% 11.5% 19.3 in) 


17.4 kg (38.3 Ib) 
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POWER SUPPLY 





POWER SUPPLY 
MODEL 8821 





The Power Supply provides fixed and variable AC 
and DC voltage sources, all terminated by color.coded 


A voltmeter, connected through a selector switch, 
monitors the variable AC and DC outputs and fixed DC 


4mm safety sockets. Independent circuit breakers, reset 
atthe front panel, protect the input to and output from the 
Power Supply. Indicator lamps monitor the presence of 
input voltage in @ach phase. When a phase leg of the 


output. A 24 V AC output provides a low-voltage supply 
required to operate other EMS equipment such as meter- 
ing modules and modules used in the Power Electronics 
Training System 


site's power service is out, the lamp goes off to reflect this 
condition 





SPECIFICATIONS 


eel 6821 -Pemes Sooty 20/208 V — 60 Hz L220 Sat | 240/415 V — 50 Hz 
iawn |_eamey | oany [ey 


Line Current 


Service installation) 20 A, 3-phase. 5 wires. star (Wye) connected. including neutral and 
ground 


Fixed AC 3-Phase} 120208V-15A 220/380 V-— 10A 240415 V-10A 
Variable AC 3-Phase} 0-120/208 V-SA 0-220°380 V-3A 0-240415V-3A 
Vanable DC 0-120V—-8A 0-220 V-5A 0-240V-5A 


Fed DC] 120V-2A | 220V-1A 
LowPowerAC] 4V—-3A 0 


NEMA 2220 | CLPSALSOS0ED0 


Physical Characteristics Dimensions (H x Wx0O)| 308 x 287 x 500 mm (12.1% 11.3x 19.7 in) 


Net Weight] 184mg (405i) 00 





ME-20-P series 


[Square Weewincrments] 





hase eo LY, at 2 Greer 


ery fens 
ttn XY, a F Geectee 
nthe Gerates $42 Bare 
om 
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Suppty voltage OCSv +556 
Current consumption 40MA oF less (Urder ro load) 
Ouputpusenumbe | COO” 
(Standard) 2.000 
Output phase A.B, Z phase 
Outpt form AG phase SIM wave, Z phase square wave 
SIN wares 1.5 Vip pt0.S V client 20VtO2V 
$ A.B, Z phrase cutpat Oparnp cutout current Br A Max 


Harmonic Gstor$os factor to be within 10% 
Mmemarrg cortem on wre Die 
eds vans aa? enter fete 





rane ty rena) 
Maxime response frequency SON 
ao Ctterence 90° 245 (Tat Tm) 
Ovtpat phase difference pe ane yl ‘Wevelorm) 
Starting torque 22X10 "Nim (20gf-om) oF less 
Mowscelont at Tacial 14,76 (1 Shag) 
a ected | Theust 4.9 (0.5egf) 
we 6,000emin 
enteert o"C~to"c 
pais J tomporneire! Ae 
Bloring entre’ temperature ~20"C~80'C 


Durability SSH, double amplitude 1Sen 


Vinration rectetance: 2 rows eacts in X. Y, and Z directions 
Ourabilty 500nvs* (about 50G) 
Rmpaan qeteeagee 3 temas each in X,Y, and Z directions 
Cable OCxtede Carmetar $4.2 Score viry! wre 
wesdated shuld cable (length 1m) 
Mase Le] 
| Output circult diagrarns 
Sie weve Apes (opmen) r y 
lead ore 
7 prem ALO prame i + — ; 
: 0+ Cums | + 4 
a oo | ow Steck 
i Ona I > me 4 er 
P) = Tama } + 4 
ow wen [Sereso) Oreen | 
| zone} Yoo 


A Gapeote” (2. 'p#) 4 corrected betepen Ov and FC Graeme pred) 
1 Output waveform 


Bine wave cuteut (option) 
(CW rotation (OW rotator aa sean Sore % martace 


Zee } fy ‘ a eskeecelienl 
- 


(©The posttor of 7 phase against A. 8 phase & met spect ec 
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E Spectiications Built-in matiplication circuit (X2-X4*X8+216) 





coor [ewes 
__Gurrent cormumetion | OmA ar less (uncer 0 Sond) 
= “ae 
[Sesscemnerenend 16 (40,000) 
|_Ontpet phase | A.B. Z phaso 
f OnApat torn | Square wave 
| Output capacity (Open cotector Ot puitonnd veltage OC12.2V max 
Maan respon tewenery oe tpee aden te 
| Ont phase Berence | See the diagram below, 
Starting torque 2X10" Nm (2Ogt-om) oF ese 
Mowatia toad ot — Pundial 14.7N (1 Bagi) 
wah (econ | Trust | 4.96 (0. Ske) 
1 — —" edaaeeee | 8.000rin 
Eeeiigg ott expert ~10°C~70°C 
no dewing 
Storing evblent temperature | -20"C~—80"C 


| Durabbinty SSHz, double ampinide 1.5mm 
Vawration reatetence |_2 hows cach in X, 'V, and Z directions 


Durability S00ry's* (about 500) 
so caer es | 3 times each in X, 'Y, and Z Girections 
Capse Cxtsicto larmeter $4.2 S-core viry| wire 

| trmmctated arte cable Gength ten) 
Nase 79 
[Output circult diagram 
anagem Cee coteotor ovtent Lire mee eens 
tr i ny “ = 
—— oe — — a SSS 


 cpmctor (0 | of) 2 corte teteeen PY at FC (heme gown 


1 Output waveform 


OW rotation (OW rotator as sean tom M murtncn) 


APPENDIX B: MATLAB M-FILES 


A. MATLAB INITIAL CONDITIONS FILE 


Derges_ic.m 


open_loop=0 ; SSet to one for open loop operation else set to 
zero for closed loop voltage regulation 

Kp_i=.06*2; Scurrent PI gain is amplified to account for the SV 
modulation scaling 

Ki_i=1*3; Current control loop gain 

Kp_v=.2; 

Ki_v=1.5; 


f_clock=24e6; 

sw_freq=15000; 

sw_counter=round (f_clock/sw_freq-mod(f_clock/sw_freq,10)); S$Counter 
for sawtooth for switching modulo 10 used so step_ct can be 10 

Vdc=48; 

oversample=4; 61 4 work 

fin=100; 

Kv=0.6; 

ra=8.5; 


Sstep_ct=10; 

step_ct=1; 

tstep = step_ct/f_clock; 

F_mat = [0 0 0 1;1 12 0;2 2 3 0;3 3 0 O]; 


























O_mat = F_mat; 
$$%$5S%SSSSSSSSSSSSSENCOdEr Speed 
Vector sss ssbb EEEEEEEEEEEEEEEEEEES ESSE SSE SSSESS 
Index1=[1:2%12]; 
reciprocall=2%*-6./Index1; 
SESSESYESYLSLFSLS2ENCoder 
Vector ssssssssSSSEEEEEEE SEES ESSE ESSE SESESECEEEEEES 
output_vecl=[0; 
0; P 
2;...sMotor is turning in the CCW falling edge 
1;...sMotor is turning in the CW falling edge 
1; .sMotor is turning in the CW rising edge 
as .-sMotor is turning in the CCW rising edge 
Oiag 
Ol; 
CESSECECEEEEEEEEEEEEEEEEEEEEEEE EEE EEE EEE SEES ESESESEEEEEEEEEEEEEEEEEEEEES 
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B. MATLAB FILE USED FOR RAMP IN 


ramp2mod.m 


function z = ramp2 (x) 
gain=xfix({xlSigned, 20,19},1/1602) 
z=xfix({xlSigned,14,13},x*gain) ; 





{. MATLAB M-FILES FOR CHIPSCOPE INTERFACE 
Black_box_dc_machine2_config.m 
function code_config(this_block) 


% Revision History: 


% O1-Nov-2010 (11:34 hours): 
% Original code was machine generated by Xilinx's System 
Generator after parsing 

% C:\Derges\black_box_wspeed.vhd 


this_block.setTopLevelLanguage('VHDL'); 








this_block.setEntityName('code'); 


% System Generator has to assume that your. entity has a 
combinational feed through; 
% if it doesn't, then comment out the following line: 


this_block.tagAsCombinational; 





this_block.addSimulinkInport ('ind'); 
this_block.addSimulinkInport ('speedin'); 
this_block.addSimulinkInport ('dcvolts'); 
this_block.addSimulinkInport ('ila_clock'); 
this_block.addSimulinkInport ('ind2'); 
this_block.addSimulinkOutport ('outd'); 
this_block.addSimulinkOutport ('open_loop'); 
this_block.addSimulinkOutport ('torque_lbf_in'); 
this_block.addSimulinkOutport ('load_duty'); 








outd_port = this_block.port ('outd'); 
outd_port.setType('UFix_1_0'); 

open_loop_port = this_block.port ('open_loop'); 
open_loop_port.setType('UFix_1_0'); 

torque_lbf_in_port = this_block.port ('torque_lbf_in'); 
torque_lbf_in_port.setType('UFix_8_0'); 

load_duty_port = this_block.port('load_duty'); 
load_duty_port.setType('UFix_8_0'); 
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f (this_block.inputTypesKnown) 


% do input type checking, dynamic output type and generic setup in 
this code block. 


if (this_block.port('ind').width ~= 1); 
this_block.setError('Input data type for port "ind" must have 
width=1.'); 
end 





if (this_block.port ('speedin').width ~= 12); 
this_block.setError('Input data type for port "speedin" must have 
width=12.'); 
end 





if (this_block.port ('dcvolts').width ~= 8); 
this_block.setError('Input data type for port "dcevolts" must have 
width=8.'); 
end 





if (this_block.port ('ila_clock').width ~= 1); 
this_block.setError('Input data type for port "ila_clock" must 
have width=1.'); 
end 





this_block.port ('ila_clock').useHDLVector (false) ; 


if (this_block.port ('ind2').width ~= 48); 
this_block.setError('Input data type for port "ind2" must have 
width=48.'); 
end 





end % if (inputTypesKnown) 








oe 





if (this_block.inputRatesKnown) 
setup_as_single_rate(this_block, 'clk','ce') 


fe) 


end % if (inputRatesKnown) 





oe 


(!) Set the inout port rate to be the same as the first input 
rate. Change the following code if this is untrue. 
uniqueInputRates = unique (this_block.getInputRates) ; 


oe 


ole 


Add addtional source files as needed. 





ole 


oe 


Add files in the order in which they should be compiled. 
If two files "a.vhd" and "b.vhd" contain the entities 
entity_a and entity_b, and entity_a contains a 
component of type entity_b, the correct sequence of 





ole 


ae 


addFile() calls would be: 


oe 


oe 
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ole 


this _block.addFile('b.vhd'); 
| this _block.addFile('a.vhd'); 











oP ol? 


ole 


this_block.addFile(''); 
this_block.addFile(''); 
this_block.addFile('black_box_wspeed.vhd'); 





ol? 





return; 





oe 


function setup_as_single_rate (block, clkname, cename) 
inputRates = block.inputRates; 
uniqueInputRates = unique (inputRates) ; 
if (length (uniqueInputRates)==1 & uniqueInputRates (1) ==Inf) 





block.addError('The inputs to this block cannot all be constant.'); 
return; 
end 
if (uniqueInputRates(end) == Inf) 
hasConstantInput = true; 
uniqueInputRates = uniquelInputRates(l:end-1); 
end 


if (length (uniqueInputRates) ~= 1) 
block.addError('The inputs to this block must run at ae_esingle 








rate.'); 

return; 

end 

theInputRate = uniqueInputRates (1); 

for i = 1:block.numSimulinkOutports 
block.outport (i) .setRate (theInputRate) ; 

end 

block.addC1kCEPair (clkname, cename, theInputRate) ; 

return; 





oe 
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APPENDIX C: SIMULINK/XILINX MODEL OF COMMAND 
TORQUE, CURRENT CONTROLLED DC MOTOR 


OC Motor Torque Congrot 





Figure 19. Overall system. 
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Figure 20. Chipscope interface. 
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Figure 21. 


47 


Fix_16_15 










duty 






UFix_12_0 Fix_14_13 


x ramp2mod Zz 





Counter1 MCode2 


Subsystem3 


Figure 22. Modulation. 





Logical 


Figure 23. Subsystem3 from modulation. 
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APPENDIX D: COMMANDED TORQUE HEXADECIMAL INPUT 



















































































Torque (Ibf-in) Hexadecimal Input Torque (Ibf-in) | Hexadecimal Input 

0 00 6.75 1B 
0.25 01 £2) 1C 
0.5 02 125 1D 
0.75 03 os, 1E 
1.0 04 15 IF 
125 05 8.0 20 
LS 06 8.25 21 
1:75 07 8.5 22 
2.0 08 8.75 23 
225 09 9.0 24 
2 0A 9.25 2D 
2.75 OB oS 26 
3.0 OC O21 27 
3.25 0D 10.0 28 
3.5 OE 10.25 29 
3.75 OF 10.5 2A 
4.0 10 10.75 2B 
425 11 11.0 2C 
45 12 11.25 2D 
4.75 13 11.5 2E 
5.0 14 11.75 2F 
5.25 15 12.0 30 
5.5 16 12,25 31 
5.75 17 12.5 32 
6.0 18 12.75 33 
6.25 19 13.0 34 
6.5 1A 13.25 35 
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Torque (Ibf-in) Hexadecimal Input Torque (Ibf-in) | Hexadecimal Input 

13.5 36 17.0 44 
13.75 37 17.25 45 
14.0 38 17.5 46 
14.25 39 17.75 47 
14.5 3A 18.0 48 
14.75 3B 18.25 49 
15.0 3C 18.5 4A 
15225 3D 18.75 4B 
15.5 3E 19.0 4C 
15.75 3F 19.25 4D 
16.0 40 19.5 4E 
16.25 4] 19.75 AF 
16.5 42 20.0 4G 
16.75 43 
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